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of this chapter only when the device
does not include computer software in
the unit or topographers.

[55 FR 48442, Nov. 20, 1990, as amended at 59
FR 63013, Dec. 7, 1994]

§ 886.1460 Stereopsis measuring in-
strument.

(a) Identification. A stereopsis meas-
uring instrument is a device intended
to measure depth perception by illu-
mination of objects placed on different
planes.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in part 807, subpart E
of this chapter. The device is exempt
from the current good manufacturing
practice regulations in part 820 of this
chapter, with the exception of § 820.180,
with respect to general requirements
concerning records, and § 820.198, with
respect to complaint files.

[52 FR 33355, Sept. 2, 1987, as amended at 53
FR 35605, Sept. 14, 1988]

§ 886.1500 Headband mirror.
(a) Identification. A headband mirror

is a device intended to be strapped to
the head of the user to reflect light for
use in examination of the eye.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in part 807, subpart E
of this chapter. The device is exempt
from the current good manufacturing
practice regulations in part 820 of this
chapter, with the exception of § 820.180,
with respect to general requirements
concerning records, and § 820.198, with
respect to complaint files.

[52 FR 33355, Sept. 2, 1987, as amended at 53
FR 35605, Sept. 14, 1988]

§ 886.1510 Eye movement monitor.
(a) Identification. An eye movement

monitor is an AC-powered device with
an electrode intended to measure and
record ocular movements.

(b) Classification. Class II.

§ 886.1570 Ophthalmoscope.
(a) Identification. An ophthalmoscope

is an AC-powered or battery-powered
device containing illumination and
viewing optics intended to examine the
media (cornea, aqueous, lens, and vit-
reous) and the retina of the eye.

(b) Classification. Class II.

§ 886.1605 Perimeter.

(a) Identification. A perimeter is an
AC-powered or manual device intended
to determine the extent of the periph-
eral visual field of a patient. The de-
vice projects light on various points of
a curved surface, and the patient indi-
cates whether he or she sees the light.

(b) Classification. Class I. The manual
device is exempt from the premarket
notification procedures in part 807, sub-
part E of this chapter, and it is also ex-
empt from the current good manufac-
turing practice regulations in part 820
of this chapter, with the exception of
§ 820.180, with respect to general re-
quirements concerning records, and
§ 820.198 with respect to the complaint
files.

[55 FR 48442, Nov. 20, 1990]

§ 886.1630 AC-powered
photostimulator.

(a) Identification. An AC-powered
photostimulator is an AC-powered de-
vice intended to provide light stimulus
which allows measurement of retinal
or visual function by perceptual or
electrical methods (e.g., stroboscope).

(b) Classification. Class II.

§ 886.1640 Ophthalmic preamplifier.

(a) Identification. An ophthalmic pre-
amplifier is an AC-powered or battery-
powered device intended to amplify
electrical signals from the eye in
electroretinography (recording retinal
action currents from the surface of the
eyeball after stimulation by light),
electrooculography (testing for retinal
dysfunction by comparing the standing
potential in the front and the back of
the eyeball), and electromyography
(recording electrical currents gen-
erated in active muscle).

(b) Classification. Class II.

§ 886.1650 Ophthalmic bar prism.

(a) Identification. An ophthalmic bar
prism is a device that is a bar com-
posed of fused prisms of gradually in-
creasing strengths intended to measure
latent and manifest strabismus (eye
muscle deviation) or the power of fu-
sion of a patient’s eyes.
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(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in part 807, subpart E
of this chapter. The device also is ex-
empt from the current good manufac-
turing practice regulations in part 820
of this chapter, with the exception of
§ 820.180, with respect to general re-
quirements concerning records, and
§ 820.198, with respect to complaint
files.

[52 FR 33355, Sept. 2, 1987, as amended at 53
FR 35605, Sept. 14, 1988]

§ 886.1655 Ophthalmic Fresnel prism.

(a) Identification. An ophthalmic
Fresnel prism is a device that is a thin
plastic sheet with embossed rulings
which provides the optical effect of a
prism. The device is intended to be ap-
plied to spectacle lenses to give a pris-
matic effect.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in part 807, subpart E
of this chapter. The device also is ex-
empt from the current good manufac-
turing practice regulations in part 820
of this chapter, with the exception of
§ 820.180, with respect to general re-
quirements concerning records, and
§ 820.198, with respect to complaint
files.

[52 FR 33355, Sept. 2, 1987, as amended at 53
FR 35605, Sept. 14, 1988]

§ 886.1660 Gonioscopic prism.

(a) Identification. A gonioscopic prism
is a device that is a prism intended to
be placed on the eye to study the ante-
rior chamber. The device may have an-
gled mirrors to facilitate visualization
of anatomical features.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33355, Sept. 2, 1987, as amended at 53
FR 35605, Sept. 14, 1988; 59 FR 63013, Dec. 7,
1994]

§ 886.1665 Ophthalmic rotary prism.

(a) Identification. An ophthalmic ro-
tary prism is a device with various
prismatic powers intended to be
handheld and used to measure ocular
deviation in patients with latent or

manifest strabismus (eye muscle devi-
ation).

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in part 807, subpart E
of this chapter. The device also is ex-
empt from the current good manufac-
turing practice regulations in part 820
of this chapter, with the exception of
§ 820.180, with respect to general re-
quirements concerning records, and
§ 820.198, with respect to complaint
files.

[52 FR 33355, Sept. 2, 1987, as amended at 53
FR 35605, Sept. 14, 1988]

§ 886.1670 Ophthalmic isotope uptake
probe.

(a) Identification. An ophthalmic iso-
tope uptake probe is an AC-powered de-
vice intended to measure, by a probe
which is placed in close proximity to
the eye, the uptake of a radioisotope
(phosphorus 32) by tumors to detect
tumor masses on, around, or within the
eye.

(b) Classification. Class II.

§ 886.1680 Ophthalmic projector.
(a) Identification. An ophthalmic pro-

jector is an AC-powered device in-
tended to project an image on a screen
for vision testing.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[55 FR 48442, Nov. 20, 1990, as amended at 59
FR 63013, Dec. 7, 1994]

§ 886.1690 Pupillograph.
(a) Identification. A pupillograph is an

AC-powered device intended to meas-
ure the pupil of the eye by reflected
light and record the responses of the
pupil.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[55 FR 48442, Nov. 20, 1990, as amended at 59
FR 63013, Dec. 7, 1994]

§ 886.1700 Pupillometer.
(a) Identification. A pupillometer is an

AC-powered or manual device intended
to measure by reflected light the width
or diameter of the pupil of the eye.
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